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A routing unit for the sorting of pulse·height spectra into 16 different time groups is described. The widths of the time groups can be
chosen independent of each other in increments of 10-4 of the total time range. Possible group widths are 10 ps to 10 s for use with
the buHt-in 100 kHz oscillator and 100 ns to infinity using a suitable external pulse train generator.
1. Introduction
The rapid progress in nuclear particle detectors and
low-noise amplifiers and the availability of faster,
cheaper, more compact and more reliable electronic
components have led to the development of high-
resolution analog-to-digital converters which require
large amounts of memory space for optimum equip-
ment utilization. Large memories, in turn, offer a wide
variety ofpossibilities in addition to the straightforward
accumulation of a one-parameter spectrum.
Manufacturers offixed-wired multichannel analyzers
usually provide sophisticated programmer units for the
adaptation of their systems to the needs of the experi-
menter. Little attention, however, has so far been given
to the problem of storing aseries of pulse-height
spectra taken at different times. Areal-time clock
equipped computer can, in principle, do the job, but
the generation of the time group number keeps the
computer busy for a sizeable fraction of total time and
thus considerably reduces the acceptable event rate.
A routing unit was therefore developed for use with
both fixed-wired and computer-served systems that
allows repetitive accumulation of pulse-height spectra
in different time intervals. The problem has been
solved previously by McCarthy et al. 1) who generated
the interval address by feeding a dc voltage from a
suitably triggered ramp generator into an additional
ADe, and by Demuynck and Uyttenhove2) who
essentially used the output of two successive uni-
vibrators to drive a chain of binary scalers the states
of which are directly used for the addressing. Both
these methods require some effort for obtaining ulti-
mate accuracy and stability, and both generate intervals
of equal duration.
2. Principle of operation
A different method was therefore chosen which, for
accuracy and stability, depends only on the repetition
frequency of a pulse generator. The widths of the inter-
vals can be chosen independently, but for ease of
operation the end of each interval coincides with the
beginning of the next.
Fig. I shows the block diagram of the instrument;
the timing can be seen from fig. 2. A pulse train P from
a quartz-controlled oscillator (or, if another frequency
is desired, from an external pulse train generator) is
gated on or off by an externally generated gate signal
G. If, e.g., the primary timing unit of the experiment
is an accelerator, the gate will be opened by the trigger
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Fig. 1. Block diagram of routing unit (heavy boxes) and interconnections with primary timing and data acquisition equipment (light
boxes) in a typical experiment.
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the state S of the scaler equals one of aseries of preset
values, a decoder delivers an output pulse U. The
interval address I being equal to the number of U
pulses minus one, all U pulses except the first are fed
to a binary scaler whose output is the desired address.
The enable signal E from the ADC control unit is
gated according to the state of a flipflop which is set by
the begin pulse B of the first interval and reset by the
end pulse L of the last interval or the reset signal R,
whichever occurs first. The resulting operate signal, 0,
prevents analysis by the ADC and transfer of amplitude
data A to the memory unit before the begin of the first
and after the end of the last time group.
Fig. 2. Timing diagram. Settings are as folIows: frequency
divider = 2, start 1st interval = 1, 2nd interval = 2, 3rd interval =
4, 4th interval = 7.
also used to reset the whole unit. The frequency of the
gated pulse train H is reduced by a frequency divider
and the output D scaled in a decimal scaler. Whenever
3. Description of the instrument
The present version of the instrument is equipped
with a 100 kHz oscillator, a frequency divider variable
from I to 100 in 1-2--4-8 steps, a four-digit decimal
scaler and a 16-group four-digit decoder. There is no










r-->- r-->- 1 SN7440ND3
R
- 2K 6 SN 7474 N B2,B4,B5,Cl,C3,C4
10 j L H7---..L q,pF ~tf- L ~AS.l 3 A53 6 , , 4 83.3 a sM 11 '0~LJ
'~~fi'
S3.2 6 10 13
5 5 12 , 2 5 12 ,
[}.2K :52
B2J 622 641 81,.2
Jy 13 1 :) ---t;""' \\ ~8
,
~' I" ....",.,
[E]JL ® ' , CD ®INTERNAL D2\ 3 D2.2 6 E
L.-. CD JL
,
CD .sv2 , .sv L ----'- J lN4009TEST __




9 h\ ~-rpe2 5 ® ~ ..-- 1 lN4009
~
85.1 .52 0. 40 >-------l.J es! :) C52 6 es:) a i::5.4 11
INTERNAL/EXTERNAL SWITCH ,.--!Q- I-- 2 5 10 13
--,> , ~ lOCH l-- JL
~.
,"F
~ DIVIDER [Q] OUT
SWlTCH
® - ~
® L ~ANUAL.sv 2,7' RESETIID0 P SHBUTT
rB: CD ~~~













































































eetrd 8pln 2 (b..glnJr.1)
11113 .. 2
:: :: ~ :: ;.
" "6 " 5
























































groupl' Gi) " group7 I ,1~ (~ '. grQup13 1
-0([,' I li0 oll ~'I 1jQD----' oU ® I
"=i'.';) ,1./ U: ,~0):U: ,~®"Ui
,.. ,~,gro,UP2'~CiJ 10 ,grOUPBI@@",crOUP141i: 0® ' o'~ (H.I 1 (') , DU @: (0\1 01.1 \0:
! CV lIi ® 1I:' Ui
:@~]grouP3: @~:. gmup9: G:o(~.grOUPlf'1
I Qi! D'.I· 0: Q\.~_ 02-1 Q) I U\v_ .01.1 0) I
; ~, , 1I: (p' 1I i ~ u :
'~,~,.~'1@3. " group4; <WQ.'i 0 ,group10 1 '.i?1t~1 ", gmup16 1
I Iii • 0'.' GY I ~) • PU ~l I ri.~ . 1] Cl~ 0 I
; (JJJ U: @ U: I!t) 11 U:
I.~'.~'.~': ~")(/'o)w : 01.1" gr~_up~ Q"(I0~). ~ 01.1 • grO~Pll: !l')I!."',-tij ~ DJ.1 • gr°d:t17:
: '\1)) U: f;.v' U: ~ U:
'~'~'~''® " grOUP6,I)'O, '" grOUP121®~ •, l0@ • 011' :M t IC (jij on' lI:!l I (e (n, '~u' e 1
: It)" 1I; iJ') U: '(t) U:




















go tel1 4-doIce"," SWllch.,
~:~:;~t;~n1fctoll cords




: m' ©®(1<1 I r ®@ , '" ,""" ' m' • '" • ,- ",,, '" @&
:'" I"" "" .~ 1J ". T'M - ••, "" '"0 ~ '" ", U
I ....l... ...L I Cord 8 22 r<: II SN ~40CN
~
b I I I I i~' I~_.-.- -.- -,~ -~~ -- - -;;O~=~:~~-O:'~~''''O~IO~'~'"'~wo~'r----- -11- ---- -- - - - - .. - _.. -. - ... -'1-1'- ----
~ r- J I ...:-+----:\ ~ '\ .. __ • ,__ ., r- ., ... .., ... .., ...__ ._ . j.r--r









of the D signal, and the settings rand g of the freq uency
reduction and interval boundary controls. The absolute
inaccuracy, long term instability, and temperature
walk of the frequency f were measured to be
/±Ll/= 100 kHz (1 + 0.1000 x 10- 3
± 0.0013 x 1O- 3/day - 0.0020 x 1O- 3/"q. (3)
Thus the time error At associated with the third and
fourth term in the expression (3) forfis ofthe order of a
few ppm under normal operating conditions. If Af/f
is negligible only the systematic error from the opening
of the gate at some random phase of the oscillator





i.e. for best accuracy gr should be made as large as
possible. For the present setup the maximum values of
rand gare 100 and 9999; thus an error At/t of 10- 3
01' 1ess is achieved for time interval boundaries between
5 ms and 10 s. Clearly, a higher oscillator frequency
and larger reduction ratio extend this range to shorter
and langer times.
Another possible source of error may arise from the
pulse-height dependence ofthe conversion time of some
(e.g., Wilkinson type) ADC's. In cases where neither
the error nor the counting losses due to the introduc-
tion of a constant (maximum) ADC deadtime can be
tolerated, this problem is easi1y solved by adding
another register which is only updated while the ADC
is not busy. However, because for present-time ADC's
(100 MHz oscillator frequency, 8k channels) and
interval widths ~ 50 ms 1ess than 10- 3 counts would,
on the average, be stored in the wrong interval, this
feature was not included in the present instrument.
not be changed in a straightforward way according to
the needs of a particular application. The whole unit is
built from TTL integrated circuits. The frequency
divider will accept pulse train frequencies up to 30
MHz, but its output should not exceed 500 kHz
without modification of the shaping network (C5 on
card 1), 01' 10 MHz with pins 12 and 13 of C5 directly
connected to the divider switch output.
The details of the circuit are shown in figs. 3 and 4.
The whole unit is arranged on 9 cards; circles denote
connector pins, squares denote signals (note that
complementary signals are often used), and the position
of each logic unit is characterized by a letter corre-
sponding to the row of the IC on the card (from top to
bottom), by a number corresponding to the column
(from 1eft to right), and by allOther number corre-
sponding to the number of the system within the IC.
Card 1 contains the quartz oscillator, the gate, the
frequency divider with output shaper, and the power
gate for the R signal. Each of cards 2 and 3 contain
two scaler decades, encoders, and group selection
switch drivers. Cards 4 through 6 contain the decoders
for the generation of the 17 interval boundary pulses,
card 7 (not shown in the diagram) the 5V 2A power
supply, card 8 shaping networks for the 17 outputs of
cards 4 to 6, and card 9 the adder for the iliterval
boundary pulses 2 through 17, the binary scaler, and
the gate generator for the 0 signal.
4. Performance
The instrument has been used for severalmonths in a
variety of applications inc1uding spectroscopy of short-
lived nuclides and tests of stabi1ity and temperature
dependence of electronic quipment. A short error
analysis is given below.
As can seen from fig. 2 the interval boundary time t
and associated absolute uncertainty Llt (relative to the




±r1(t-tX)(.1 ±Lljlf) for g. = r = I
t±At= (1)
f-l(gr -t - x)±rl(gr-t - x)Llj/ f
l±tf- 1(1 ±Aflf) for g 01' r'" 1
depend on the oscillator frequency f + AI, the width
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